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Abstract
Pixelated positron emission tomography (PET) systems produce higher count rates than traditional block
detectors because they integrate several detecting channels per detector module. An increased data flow
from the detectors leads to higher bandwidth requirements. We aim to optimize the bandwidth usage
efficiency by on-the-fly filtering of detected events for non-valid energies. PET systems with a SiPM-ASIC
readout scheme are being extensively used to obtain enhanced images on time-of-flight PET scanners. Such
digital readout systems are especially interesting for the application of online processing techniques given
the ease of access to the digital information of each detected event. This study analyzes online processing
techniques at the DAQ front-end level (on-detector electronics) for pixelated PET systems with SiPM-ASIC
readout. In particular, we worked with a tunable online energy discriminating stage. For the optimization of
its hardwired internal limits, we analyzed the system energy space. We explored various solutions, some of
which are dependent on the system’s energy calibration, whereas others were not. Results obtained through
the application of various filter versions confirm the minimal resources consumption of such processing
techniques implemented at the DAQ front-end level. Our experiments demonstrate how the filtering process
reduces the bandwidth needs by excluding all non-valid energy events from the data stream, thus improving
the system sensitivity under saturation conditions. Additionally, these experiments highlight how setting
proper energy limits can ensure preservation of the system performance, which maintains its original energy
and time resolution. In light of these findings, we see great potential for the application of online processing
techniques for time-of-flight PET at the DAQ font-end level (on-detector electronics); therefore, we envisage
the development of more complex processing methods.
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1. Introduction
The state-of-the-art in positron emission tomog-
raphy (PET) scanner shows a tendency towards
pixelated detectors rather than monolithic ones.
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Pixelated systems have the potential to achieve bet-
ter spatial resolution than traditional monolithic
detectors because the physical size of the detec-
tor element usually plays a dominant role in de-
termining resolution[1]. However, the use of highly
pixelated scanners integrating thousands of detect-
ing channels implies grater system complexity. The
higher the degree of pixelation in the detector
the more readout channels are required, which in-
creases the cost and complexity of data acquisi-
tion (DAQ) [2]. In pixelated systems, the DAQ
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must handle higher detector output data rates, and
an uncontrolled aggregated data flow from thou-
sands of detecting channels could saturate the sys-
tem. Traditionally, the workstation collecting all
the events produced by the system performs an of-
fline event energy discrimination. This solution re-
duces the data processing computational costs by
cutting down the volume of data to be analyzed.
Nevertheless, applying this technique on a highly
pixelated and high-count rate system does not ease
the congestion issue. In these cases, the volume
of data transferred from the detector electronics to
the acquisition workstation tends to saturate the
link between detector and data collector. Apply-
ing no particular policy to discriminate and dis-
card events, under saturation, the system dumps
any event regardless of the information it contains,
which results in reduced system sensitivity. New
online techniques are appearing in the literature to
address this situation. Online energy discrimina-
tion, applied for event rejection when events’ energy
lays outside the valid PET energy window, is one of
these techniques. Online discriminating techniques
can reduce the volume of data transferred without
a negative effect on system performance [3, 4, 5, 6].
Given its system characteristics, the
EndoTOFPET-US scanner [7, 8] can take ad-
vantage of the application of these online discrim-
inating procedures. The EndoTOFPET-US is an
asymmetric PET scanner with a main detector
containing 4096 detecting channels composed of a
lutetium-yttrium oxyorthosilicate (LYSO) crystal
pixel coupled to a silicon photo-multiplier (SiPM)
channel. Simulations predict that this 4K-channel
detector should produce a count rate of 40 MHz
[9], while real acquisitions show that the practical
bandwidth (BW) limit on the system goes down
to 25 MHz. Given the small size of the opposite
detector, which produces no more than 200 kHz,
when the system works in coincidence mode, the
data rate will be below the saturation point.
However, when the system is operated in singles
mode for detector calibration, the bigger detector
will saturate the system. Experiments with this
equipment have shown that the main detector’s
data stream contains not only valid gamma events
but a large proportion of low-energy events (noise
events) as well. The DAQ could drop these
events with no detriment to the resulting system
sensitivity because their energy is too low. Hence,
the DAQ of this system [10, 11] would benefit from
the online discrimination of events. The use of the
filter would optimize the usage of the available BW,
limiting the transmission to useful data. Therefore,
we propose an online discriminating solution to
be implemented on on-detector electronics, to
control the data volume produced by each detector
module while minimizing its impact on system
sensitivity and performance. Such an on-detector
and on-the-fly discriminating process would be
very useful for highly pixelated PET scanners,
such as the EndoTOFPET-US. It would improve
the detector signal to noise ratio (SNR) reducing
the system BW requirements.
The EndoTOFPET-US scanner implements one
of the most recent techniques for PET detectors
readout. SiPMs read by application specific in-
tegrated circuits (ASIC). PET detectors read by
ASICs are particularly suitable for the application
of these online filtering techniques given the acces-
sibility of gamma event digital information. In the
on-detector electronics, ASICs process and digitize
the electrical pulse produced by the SiPM upon
a gamma ray interaction on the detector crystals.
The field programmable gate array (FPGA) of the
on-detector DAQ front-end segment retrieves the
ASICs digital data. This makes gamma events en-
ergy discrimination simple at the detector level for
the DAQ module reading the gamma events’ infor-
mation extracted by the ASICs.
1.1. Hypothesis and objectives
The initial hypothesis motivating this work is
that online energy discrimination at the detector
level is an effective and lightweight solution for
SiPM-ASIC PET systems to address the BW lim-
itation issue present in most highly pixelated PET
scanners. To prove this hypothesis, our research
must fulfill the following objectives:
• Confirm the potential system benefit through
a study on a reference system of the energy
distribution of the received events.
• Verify the effectiveness of the solution study-
ing the data reduction obtained through on-
line energy discrimination while analyzing the
possible impact on the resulting system perfor-
mance.
• Establish the discriminating module imple-
mentation cost evaluating its resources con-
sumption.
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Confirmation of the proposed hypothesis has sig-
nificant implications for PET systems. Counting
on a data volume control mechanism, the system’s
BW usage would be optimized as well as the disk
use. Thus, data volume control would reduce sys-
tem requirements in terms of available BW and disk
size. Additionally, such a smart event discrimina-
tion mechanism benefits system sensitivity under
saturation conditions, where the first events to be
discarded would be those with energies out of range.
Ultimately, the analysis of online data processing
techniques on digital readout (SiPM-ASIC) PET
systems would open new alternatives for DAQ data
handling techniques if they prove to be both effec-
tive and lightweight. There is great potential for
making use of the digital information available at
each DAQ level.
2. Methods
This section describes the system considerations
to take into account during filter design. It covers
the implementation details of the various versions
explored for the online energy discriminating mod-
ule as well as the equipment and experiments used
to analyze these solutions.
2.1. SiPM-ASIC considerations for energy discrim-
ination
The TOFPET ASIC [12], present on the
EndoTOFPET-US main detector, uses the time-
over-threshold (TOT) technique to compute the en-
ergy of gamma events. For every detected SiPM
pulse, the ASIC encapsulates the information of the
gamma event in a digital packet. This information
includes two timestamps used to calculate the TOT:
the one associated with the instant when the rising
edge of the SiPM pulse surpassed the lower thresh-
old set by the ASIC (T stamp), and the one asso-
ciated with the instant when its falling edge falls
below the upper threshold (E stamp). The scheme
shown in Figure 1 illustrates the threshold position-
ing and the resulting timestamps when it is applied
to SiPM pulses.
Each of the two stamps contains two time com-
ponents: coarse and fine time measurement. The
coarse component has a 6.25 ns time binning and
the fine component has a time binning of 50 ps.
When we use the fine time information to compute
the TOT, we achieve higher accuracy in the mea-
sure of the event’s energy in comparison to using
Figure 1: Dual-threshold scheme implemented by the de-
tector readout ASIC for TOT computation on a SiPM pulse.
A low-threshold trigger tags the T stamp, providing the first
timestamp for the TOT calculation. The SiPM pulse falling
edge crossing the higher threshold discriminator sets the
E stamp, providing the second timestamp from which the
coarse TOT can be derived.
just the coarse time information. However, we con-
sidered that the precision given by the coarse time
information is enough for a first level online energy
discrimination. For this reason, the filter imple-
mentations analyzed in this study ignore the fine
time information. We perform energy discrimina-
tion based solely on the coarse time information,
thus simplifying the online discrimination modules.
In practice, the online energy filter obtains each
event’s coarse TOT by subtracting the event coarse
timestamp component associated with the T stamp
(T coarse) from its coarse timestamp component
associated with the E stamp (E coarse). Equa-
tion (1) defines the general expression to compute
the event coarse TOT value. During online event
discrimination, this coarse TOT value is compared
to the defined energy window limits for decision
making.
event coarse TOT =
= event E coarse− event T coarse (1)
2.2. Equipment
Given the status of the EndoTOFPET-US sys-
tem at the time when this study took place, which
was pending for commissioning and calibration, we
decided to test the filter performance on a similar
but fully functional system, the PETsys Electron-
ics demonstrator [13]. This PET system uses the
same readout electronics as the EndoTOFPET-US
scanner, but the system is arranged according to
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a different geometry. The demonstrator integrates
2048 detector channels disposed on a small ring of
detectors. Despite the differences between the two
systems, all the influential characteristics for the
energy discrimination process (such as ASICs, read-
out electronics, SIPMs, and LYSO crystals) are the
same for both scanners. Thus, the conclusions ob-
tained through the analysis of these tests on the
demonstrator are valid for the EndoTOFPET-US.
2.3. Detector energy spectrum study
After the first acquisition making use of the
demonstrator system and through the study of the
energy space of the acquired gamma events, we
noticed that the TOFPET ASIC produces some
events with incorrect timestamps, which lead to a
coarse TOT out of the expected range. The im-
age coarse TOT map shown in the upper part of
Figure 2 shows the energy distribution of all the
gamma events obtained during a 5-min acquisition
with a Sodium-22 (Na22) point source centered in-
side the detector ring. This graph indicates the
malfunctioning of 5 ASICs on the system. These are
the ASICs with the following channel IDs: 64-127,
192-255, 320-383, 1088-1151, and 1472-1535. These
five noisy ASICs produce a large number of events
scattered over the whole energy space, whereas the
other ASICs rarely produce events outside the valid
energy range. Analyzing a detailed view of the re-
gion of interest (coarse TOT between 0 and 70 CLK
cycles) depicted in the lower plot of the coarse TOT
map in Figure 2, we noticed that, despite being
faulty ASICs, they still produce a larger number
of events in this region where their energies follow
the same distribution in comparison to that exhib-
ited by the non faulty ASIC channels. This means
that although they were identified as malfunction-
ing ASICs, these ASICs produce valid data mixed
with incorrect timestamps events.
This data visualization indicates that online en-
ergy filtering would optimize a system’s BW usage.
The energy distribution of events suggests that the
main contribution to the non-useful data reduction
would come from the exclusion of the high concen-
tration of low-energy events considered as non-valid
events. Additionally, the system would further re-
duce the output data rate by the discrimination of
all the events cataloged as events with incorrect en-
ergy information mainly given by the malfunction-
ing ASICs.
The full-range coarse TOT map shown in the up-
per part of Figure 2 conveys other important in-
Figure 2: Analysis of TOF-PET scanner energy response.
Coarse TOT distribution of the received ASICs events dur-
ing a 5-min acquisition with a Na22 point source. The upper
plot shows the complete coarse TOT span, and the lower plot
focuses on the region of interest corresponding to the valid
energy range. Both plots identify two reference channels
used in our study: the “good channel” and the “bad chan-
nel”. These channels correspond to the system channels with
the smallest and the largest amount of noise respectively.
formation too. The accumulation of events in the
negative coarse TOT region close to zero indicates
that, for some events, E coarse is slightly smaller
than T coarse. According to the working principle
of the ASIC, this scenario should not arise. How-
ever, small length differences between the TOFPET
ASIC electrical routes can cause deviations from the
correct TOT. Such discrepancies from the real event
energy can generate events with a negative coarse
TOT close to zero for the events with the smallest
energies.
Furthermore, there is another abnormal concen-
tration of events. Some events build-up in the neg-
ative coarse TOT zone close to -1024 CLK cycles,
namely, E coarse close to zero and T coarse close to
its maximum value. This occurs due to what we call
the counter rollover effect. Internally, the TOFPET
ASIC uses a 10-bit free-running counter for the time
tagging of E coarse and T coarse. If T coarse gets a
value from the counter when it is about to roll back
to its initial value (i.e. T coarse close to 1024), then
E coarse would get a value shortly after rolling back
(i.e. E coarse close to 0).
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2.4. Setting detector-specific filtering rules
Correct identification and preservation of events
with valid but misleading energy information is the
key to preserving system sensitivity. Thus, the fil-
ter needs to exclude the events with a non-valid en-
ergy value while keeping the events which, despite
containing meaningful energy information, lead to
a coarse TOT computation laying outside the valid
range due to the TOFPET ASIC particularities de-
scribed in the energy spectrum study presented in
Section 2.3.
The acquisition software (SW) deals with incor-
rect energy stamps and, for their processing, it
takes into account the ASIC characteristics. This
SW processes received data discarding all the events
that present negative energy values close to zero
due to ASIC inter-path length differences. We dis-
card these events because they present an energy
close or equal to zero; hence, they are considered
noise. Event-preprocessing SW also handles events
suffering the counter rollover effect on their time
tagging. The SW recomputes the rollover event
coarse TOT by adding 1024 CLK cycles to the de-
fault computation (1). Given the 10-bit size of the
coarse time counter, this operation corrects the er-
ror introduced by the rollover effect, obtaining the
appropriate coarse TOT of these events. The pre-
processing SW uses a conservative energy boundary
value to differentiate events undergoing the counter
rollover effect. The limit selection is not adapted
to the detector response but instead minimizes the
possibility of filtering counter rollover events for
most detector conditions. The filter implementa-
tion replicates these preprocessing SW rules, adapt-
ing and extending them to fit the detector response
analyzed in the energy spectrum study presented in
Section 2.3.
To visualize the benefit of setting detector-
specific filtering rules we make a visual compari-
son of the acquired data energy distribution for the
two reference channels highlighted in Figure 2, the
“good channel” and the “bad channel”. We selected
the “bad channel” as the system channel producing
the largest number of events; thus, it would be the
noisiest system channel. Channel 1506 is the ref-
erence “bad channel”. In opposition, the reference
“good channel” is the one producing the smallest
number of events, the least noisy channel (i.e. the
one with fewest events with an energy outside the
valid energy range). We chose channel 1390 for
this purpose. To analyze the energy distribution
on a reference channel we plot the T coarse versus
E coarse map of the events it produces. The times-
tamp distribution plots in Figure 3 show the result-
ing reference maps for the “good channel” in the
upper graph and for the “bad channel” in the lower
graph. By setting detector-specific filtering rules,
the events cataloged as noise can be eliminated. As
a consequence, the newly obtained T coarse ver-
sus E coarse plots of the “bad channel” should be
similar to the reference “good channel” map after
detector-specific filtering rules are set.
Events
Figure 3: Analysis of TOF-PET scanner energy response.
E coarse versus T coarse distribution of the received ASICs
events expressed in CLK cycles with 6.25 ns steps. Color
scale indicates the number of events. The produced events
are the result of a 5-min acquisition placing a Na22 point
source centered on the detector ring. The upper plot shows
distribution for the reference “good channel” and the lower
plot shows the distribution for the “bad channel”.
2.4.1. Sensitivity protection noise rejection frontier
To select the optimum coarse TOT limit value
that keeps the counter rollover events while re-
jecting other non-valid events with negative coarse
TOT values, we studied the coarse TOT distribu-
tion on the channel producing the highest average
TOT values. We designate this new reference chan-
nel as the “highest TOT channel”. By choosing this
as the reference channel, we avoid setting an upper
limit that would cut part of the valid events on the
channels producing higher coarse TOTs than the
average. The coarse TOT distribution of Figure 2
illustrates how the ASIC with channel IDs [896:956]
generates events with higher coarse TOT values.
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Out of these channels, 925 is the one producing the
highest coarse TOTs. Thus, channel 925 is the one
selected for reference.
Figure 4: Analysis of TOF-PET scanner energy response.
Coarse TOT histogram produced by the received ASIC
events for the reference system channel producing the highest
coarse TOT values. We express coarse TOT in CLK cycles
with 6.25 ns steps. The produced events are the result of a
5-min acquisition placing a Na22 point source centered on
the detector ring. The upper plot shows the complete coarse
TOT span and the lower plot focuses on the TOT region
concentrating the events that suffered the counter rollover
effect.
The full-span coarse TOT distribution in the up-
per plot of Figure 4 illustrates how, for the refer-
ence channel, most of the events lay in the region
coarse TOT = [0, 80] CLK cycles. Events in this
region do not undergo any of the TOFPET ASIC
particularities. This histogram also shows a smaller
concentration of events in the area coarse TOT =
[−1024,−950]; these are rollover events. Observing
the distribution of events in this region, as shown
in the lower plot of Figure 4, we extracted the max-
imum coarse TOT value found in this region to de-
fine the counter rollover limit. We obtained the
limit value to set on the filter by adding a 3-CLK-
cycle margin to the maximum coarse TOT value
of the five acquisitions. As a result, we set the
counter rollover coarse TOT limit to -950 CLK cy-
cles. Adding a wider margin of CLK cycles would
imply the filtering of fewer noise events, but adding
a smaller one could cause the filtering of meaningful
counter rollover events. We chose 3 CLK cycles to
balance these scenarios.
Using this information, we altered the gen-
eral coarse TOT computation (1) for the TOF-
PET ASIC special cases obtaining the coarse TOT
rollover case equation, equation (2), and the coarse
TOT path length differences case equation, equa-
tion (3). These filtering rules are hardwired in the
energy filter implementation.
coarse TOT = 1024 + E coarse− T coarse
⇐⇒ (E coarse− T coarse) ≤ −950, (2)
coarse TOT = 0 ⇐⇒
−950 <(E coarse− T coarse) < 0. (3)
Using these new filtering rules we act on the
E coarse < T coarse region, discarding noise
events while preventing rejection of valid events un-
dergoing the counter rollover effect. However, in
light of the observed “bad channel” energy distri-
bution shown in Figure 3, we conclude that setting
a filtering rule to act on the E coarse > T coarse
region will further reduce the volume of data pro-
duced by a noisy ASIC channel.
2.4.2. Detector upper energy bounds
To eliminate noise events from the E coarse >
T coarse region, we had to determine a fixed up-
per limit on the event acceptance window. The
methodology followed to select an appropriate limit
imitates the one used for the counter rollover
boundary choice presented in Section 2.4.1. For
noise rejection in the positive energy space, we
analyzed the energy distribution from the refer-
ence “highest TOT channel” within the region
coarse TOT = [0, 80] as shown in the coarse TOT
plot of Figure 5. To obtain the upper-bound value,
we studied the histograms obtained and extracted
the maximum recorded value adding a 3-CLK mar-
gin. We selected this margin according to the same
criteria as those used for the rollover boundary
search: balance of noise reduction versus data loss.
The online energy filter sets the coarse TOT of
the events surpassing the upper limit to zero, as
shown in the new coarse TOT equation for high
energies, equation (4). The DAQ filtering stage
deletes all events with a zero coarse TOT from the
data packet, including those exceeding the upper
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Figure 5: Analysis of TOF-PET scanner energy response.
Coarse TOT histogram produced by the received ASIC
events for the system’s reference channel “highest TOT chan-
nel” expressed in CLK cycles with 6.25 ns steps. The pro-
duced events are the result of a 5-min acquisition placing a
Na22 point source centered on the detector ring. The plot
focuses on the valid energy range.
limit or the rollover boundary, when any low thresh-
old setting different from zero is used. This up-
per energy bound is hardwired in the energy filter
implementation along with the filtering rules ex-
pressed by equations (2) and (3).
coarse TOT = 0 ⇐⇒
(E coarse− T coarse) ≥ 80 (4)
2.4.3. Filtering rules effect
For a quick assessment of the noise reduction
achieved through the new filtering rules we make
use of the visual comparison method introduced in
Section 2.4. Thus, we can verify the correct adapta-
tion of the initial filtering conditions derived from
the preprocessing SW to the observed system re-
sponse. The E coarse versus T coarse distribution
graphs presented in Figure 6 show the effect of ap-
plying the general preprocessing SW rules (upper
graph) and the detector-specific rules (lower graph)
on the online energy filter.
Considering the data acquired making use of the
online energy filter we can deduce that the gen-
eral rules ensure preservation of events suffering the
counter rollover effect, while they reject some of the
non-valid events with negative coarse TOT values.
However, much more noise can be eliminated by
setting detector-specific rules. As seen in the lower
timestamp distribution map in Figure 6, the new
detector-specific rules eliminate all the noise that
can be cleared using the same unique fix margin for
every channel while preserving all relevant events,
even for the channels producing the highest TOT
values.
Events
Events
Figure 6: Analysis of TOF-PET scanner energy response.
E coarse versus T coarse distribution of the received ASIC
events produced on the reference “bad channel” expressed
in CLK cycles with 6.25 ns steps. The received events are
the result of a 5-min acquisition placing a Na22 point source
centered on the detector ring. The upper figure shows the
case when the online discriminator implements the general
filtering rules defined on the preprocessing SW. The lower
plot represents the detector specific rules case.
2.5. Filter implementations
Since the SIPM pixels and ASIC channels of the
system do not all achieve exactly the same per-
formance, the response of the full system is non-
uniform. The solution to this problem lays in the
calibration process [11]. For each system chan-
nel, an energy calibration procedure obtains a table
mapping the measured TOT and the correspond-
ing gamma event energy in keV units. The data
processing SW uses this information to obtain the
actual energy measurement for each gamma event.
Regarding firmware (FW) implementation of the
filter contained in the front-end electronics FPGAs,
we decided to start by designing an uncalibrated
version of the filter followed by its calibrated coun-
terpart. The uncalibrated implementation ignores
the energy calibration information setting for all
the channels the same TOT thresholds, which de-
fine the energy acceptance window. However, the
calibrated version reads the energy calibration file
to set channel-specific energy thresholds for every
single detector channel. This approach enabled us
to begin with a quick proof of concept using the
simpler and faster to implement uncalibrated filter
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version. Once we finished the first stage of test-
ing and tuning, we focused our efforts during the
implementation of the calibrated filter version on
calibration-related issues.
2.5.1. Uncalibrated energy filter
Complete filter implementation consists of two
FW modules for filter configuration and event dis-
crimination, plus a Python SW script. The Python
SW script makes use of the PETsys Electronics SW
libraries to configure and initialize ASICs and DAQ
front-end modules. Then the script sends a filter
configuration command to every active DAQ front-
end module to set the upper and lower thresholds
for the energy acceptance window of the DAQ mod-
ule’s filter. After system and filter configuration is
completed, the script reads data through the DAQ.
The TOT-energy relationship varies from chan-
nel to channel. Thus, without a system transversal
energy to TOT conversion, the uncalibrated filter
must define its thresholds in terms of coarse TOT
units, and so does the SW script for filter configura-
tion. Without the information of the various chan-
nel responses, the uncalibrated filter uses a single
pair of thresholds for the entire system. The dis-
criminating stage accepts only those events whose
coarse TOT is between the temporal thresholds set
for the filter independently of the actual energy that
it represents for the channel under consideration.
Even though the user specifies the filtering limits
in seconds, ASICs coarse time tags are expressed
in CLK cycles. Hence, to build filter configuration
commands, the SW script converts the TOT fil-
tering limits to CLK cycles, avoiding unnecessary
operations on FW, where these values are directly
compared against the event coarse TOT.
During the detector configuration phase, the fil-
ter configuration module receives the threshold set-
ting command and stores the module’s filter thresh-
olds in a register to be read by the data filtering
module. On the other hand, online discrimination
implies continuous inspection of incoming ASIC
data packets. For every gamma event contained in
a data packet, the filter computes the event coarse
TOT either using the general case equation (1) or
one of the special case equations (2), (3) or (4).
Then the filter compares the resulting event coarse
TOT against the given energy thresholds and makes
a filtering decision. The filter removes from the
data packet the events rejected by energy, sending
to the DAQ collector module packets containing
only the valid gamma events of the original data
packet.
Inside the ASIC, data is handled as 8-bit words,
implementing an 8-bit architecture, and it sends
data packets with all the detected gamma events
every 6.4 µs, that is, every 1024 CLK cycles. Inter-
nally, the DAQ system formats incoming ASIC data
packets to deal with 64-bit words: it implements a
64-bit architecture. Each 64-bit word contains ei-
ther a packet header word or a complete gamma
event, and the FW handles each word as a whole.
As a consequence, the DAQ front-end module com-
pacts the data packets produced by the ASIC as
a continuous data stream. Thus, in the front-end
FPGA, the FW processes the incoming data stream
in a non-continuous burst mode. Setting a 64-bit
architecture on the DAQ reading an 8-bit architec-
ture ASIC, the DAQ dead time probability is re-
duced. The uncalibrated filtering module needs one
CLK cycle to process each data packet word, but
complete processing of a data packet takes one addi-
tional CLK cycle. Given the DAQ non-continuous
packet management, in which data packet process-
ing takes a maximum of 128 CLK cycles, the on-
line energy filter module has at its disposal 896 free
CLK cycles. Thus, one extra CLK cycle for the
data packet processing do not cause a problematic
delay.
The DAQ on-detector front-end electronics read-
ing the ASICs contain two specific FW modules for
online energy filtering, namely, the filter configura-
tion and data discrimination modules. While the
DAQ off-detector collector module needs no adap-
tation because the filter functionality is transpar-
ent to it. The filter configuration commands use
the common front-end format for configuration and
control commands. Thus, the DAQ collector mod-
ule, which also handles the front-end control and
configuration, merely retransmits these commands
to the addressed front-end unit. From the point
of view of data discrimination, the filter simply re-
moves events that are not in compliance with the
energy rules without modifying the data packet for-
mat. Thus, the DAQ collector module needs no
modifications; it processes filtered data packets as
regular data packets.
The filter does not alter event information, it just
reads the event coarse timestamps to compute its
coarse TOT value for internal comparison to the en-
ergy window limits. Events whose energy meets the
acceptance conditions pass the online filter without
being modified. When the filter module identifies
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an event with an incorrect energy value due to one
of the two ASIC special cases, coarse timestamps
could be modified on the fly to compensate the ef-
fect of these cases. Nonetheless, we decided to leave
the stamps unmodified on the first filter implemen-
tation to avoid introducing any artifact.
2.5.2. Calibrated energy filter
Given the differences, between the detector chan-
nels’ responses, the system requires a calibration
process to homogenize the response of the 2048
channels. This detector calibration process in-
cludes energy calibration, which relates TOT and
its equivalent energy for every system channel. The
calibrated filter version exploits the energy cali-
bration information to set channel-specific filter-
ing thresholds. As a consequence, calibrated filter
thresholds can be defined as real energy values ex-
pressed in electronvolt [eV].
The TOT measurement of SiPM pulses is
strongly nonlinear [14], and we cannot model the
TOT-energy relationship analytically. Thus, the
calibration process obtains this relation experimen-
tally by measuring the resulting TOT from gamma
photon sources with photo-peaks of known energy.
Our experimental data shows an exponential TOT-
energy relation, and most of the system channels’
energy responses can be fitted with exponential
functions. A conversion table is created during cal-
ibration to define each channel’s exponential func-
tion fit. This table relates the TOT and energy
for each channel within an energy subrange. This
ranges from TOT = 0 to TOT = 499.5ns with 0.5
ns steps. According to the experimental results,
TOT = 499.5ns corresponds to a value around
100MeV for most of the channels. This value far
above our energy range of interest, i.e. around 511
keV, introduces a margin for the ASIC channels
producing the highest TOTs.
We modified the filter SW script for the cal-
ibrated version to configure independent energy
thresholds for every system channel. The script
receives two parameters specifying lower and up-
per filtering thresholds expressed as energy values
in keV. These values define the filter energy cuts
or acceptance window. For each system channel,
the script reads the TOT-energy conversion ta-
ble searching for the closest energy values to the
given filter thresholds and obtains their equivalent
TOT values. Channels exhibiting an uncommon
response, such that the calibration algorithm in
search of the best exponential function fit cannot
converge, are configured with the filter thresholds
of previously configured channel that presented a
valid function fit. Configuration commands express
threshold values as TOT limits in CLK cycles, as
in the uncalibrated filter version, because the ASIC
data packet uses the same units; thus, extra FW
processing is avoided. The SW script repeats this
procedure for each channel to configure the online
energy filter thresholds for every system channel
independently. After configuration, the SW script
launches the acquisition through the DAQ system.
Given the configuration commands’ channel
specificity, command syntax changes to include a
channel’s address. The calibrated filter configura-
tion command follows this syntax at the DAQ front-
end level:
• A header byte to identify the command type,
filter threshold setting command
• A 10-bit word containing the channel ID
• A 10-bit word containing the lower threshold
value in CLK cycles
• A 10-bit word containing the upper threshold
value in CLK cycles
Although the system contains 2048 channels, the
configuration command channel ID contains 10 bits
instead of 11 because it must identify the chan-
nel within the on-detector front-end module, which
contains 1024 channels. The DAQ off-detector seg-
ment encapsulates the filter configuration command
using a header that already identifies the destina-
tion front-end module.
For the storage of threshold values, on each front-
end detector module, the FW implements a 20-bit
wide look up table (LUT) with 1024 entries, one for
each of its channels. This LUT is 20 bits wide to
store both lower and upper thresholds. The filter
configuration FW module unpacks each command,
extracting its destination channel ID and thresh-
olds. It uses the channel ID for LUT addressing
and writes its threshold values. During the config-
uration phase, this module receives a total of 1024
configuration commands from the SW script to fill
the complete front-end module LUT.
During the acquisition phase, the online energy
filtering stage continuously inspects incoming ASIC
data packets. This FW module extracts individual
gamma event information from the data packets to
apply the following process:
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1. Read event channel ID and timestamps.
2. Compute event coarse TOT using the general
case equation (1) or one of the special case equa-
tions (2), (3) or (4).
3. Read channel thresholds from the LUT using the
event channel ID for addressing.
4. Compare the event coarse TOT to the thresh-
olds.
5. Make event rejection decisions.
Reading from the LUT adds two CLK cycles for
the processing of each gamma event to the one CLK
cycle required by the uncalibrated version. Com-
plete data packet processing, as for the uncalibrated
filter, takes one additional CLK cycle. Given the
different architectures implemented by the ASIC
and DAQ front-end modules (8-bit versus 64-bit),
as explained in Section 2.5.1, the filter has 896 CLK
cycles at its disposal for the extra processing time
that it requires. Hence, the filter can handle a max-
imum of 447 events per data packet, 70Mevents/s,
causing no problematic delay. Simulations show
how such kind of electronics produce no more than
10Mevents/s per DAQ front-end module [9], which
leads us to the conclusion that the online energy
filter can absorb the volume of data produced by
the detector modules on-the-fly, incurring no dead
time.
The calibrated version has no special require-
ments for the DAQ collector module either. The
DAQ off-detector segment forwards filter configu-
ration commands and processes incoming filtered
data packets as it does for any other configuration
command or data packet.
2.6. Experiments and laboratory methods
Our experiments emulated a real PET acquisi-
tion scenario for online energy filter performance
characterization. A Na22 point source centered in
the detector ring radiated uniformly over the detec-
tor’s surface. Based on source aging, we estimated
that the point source used in our experiments pro-
duces an activity of around 24 µCi. Na22 sources
are positron emitters in the same way that radioac-
tive isotopes used for PET tracers are. Once a
positron is annihilated with an electron, the pro-
cess emits two back-to-back gamma photons with a
511 keV energy. Our experiments targeted the de-
tection of these gamma rays as in real PET acqui-
sition. Having a source illuminating the detectors
with the right energy, we could verify the correct
data preservation in the valid energy range, while
noise produced outside this range was filtered.
The main goal of this work was to reduce the
data volume excess produced by the system. There-
fore, our experiments analyzed the influence of the
filter on the system’s data output rate. We stud-
ied the data reduction obtained through the filter’s
low-energy threshold sweep for various filter imple-
mentations. All acquisitions were performed under
the same conditions to ensure a common framework
for comparison of the results. In the experiments a
constant acquisition time was maintained, and the
same radioactive source was used. By maintaining
these two experimental conditions, we could ensure
that the average volume of data produced by the
detector modules would remain constant.
A proper data reduction process must preserve
system sensitivity, which directly affects perfor-
mance. To verify that the system’s performance
was maintained, in our final experiment, we placed
the Na22 source in the center of the detector ring
and performed a long enough acquisition to obtain
good statistics for the analysis of the system’s en-
ergy spectrum and CTR distribution. Specifically,
using a 24 µCi Na22 source, we found that 10-min
acquisitions were required to obtain enough statis-
tics to produce smooth and contiguous histograms.
2.7. Statistical methods
The conclusions obtained from our tests are not
based on the result of a single acquisition per exper-
iment. To ensure reliability of the results, we per-
formed several acquisitions for every experiment.
From these acquisitions we extracted their average
values and variabilities and used them to express
our results. Given the consistency of the results,
we decided to limit the number of acquisitions per
test to 5.
For the statistical data analysis and its visual-
ization we used ROOT, a framework for statisti-
cal analysis and visualization. Through this frame-
work, we read the gamma event database created
with each acquisition, extracted the event’s feature
or features of interest for the experiment, and visu-
alized the data in the form of 1D or 2D histograms
showing the distribution of the values obtained for
the parameters under study.
3. Results
This section describes the results obtained mak-
ing use of the two different versions of the online
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energy filter described in Section 2.
3.1. Uncalibrated energy filter
During the definition of the filtering rules de-
scribed in Section 2.4, we implemented various in-
termediate filter versions. Setting no thresholds
on these filter versions and measuring the obtained
data rate would give us the contribution of each fil-
tering rule to the non-valid data rate reduction. To
obtain the reference volume of data for comparison,
we ran an additional set of acquisitions under the
same experimental conditions but using no filter.
The comparative column chart in Figure 7 shows
the data reduction obtained through the various
filtering rules. For each implementation we com-
puted the average value of the 5 acquisitions and
compared them to the reference non-filtering case
to get the percentages of the data volume reduction.
The error bars show the variability of the data vol-
ume for acquisitions under these circumstances.
Figure 7: Rate reduction obtained through the uncalibrated
online energy discriminator using various filtering rules im-
plemented on the TOF-PET scanner DAQ front-end mod-
ules. We express the rate reduction as a percentage relative
to the reference non-filtering case.
Setting no filter thresholds, this experiment gives
us the raw contribution of each hardwired filtering
rule. As seen in Figure 7, with the filtering rules set
to be equivalent to those used by the preprocessing
SW (“SW rules” in the figure), the filter achieves
a significant reduction in the incoming data rate of
14.5%. This figure also shows the rather small con-
tribution to data reduction attained through the
setting of detector-specific filtering rules. Estab-
lishing a detector-specific rollover limit, the “New
RO limit” case, adds 0.5% to the rate reduction
obtained for the “SW rules” case, reaching a 15%
rate decrease. Adding a filtering rule to reject noise
events characterized by an abnormally high energy,
“New RO limit + up bound” case, provides a rather
small contribution. However, it is still larger than
that of the given by the “New RO limit” version,
receiving 17% less data than in the non-filter case.
To understand these results we need to bear in mind
the coarse TOT distribution shown in Figure 2.
Apart from the events identified as valid events un-
dergoing the counter rollover effect present in the
region −1024 < coarse TOT < −950, the high-
est concentration of events outside the valid en-
ergy range is in the area 0 < coarse TOT < −50,
which concentrates the low-energy events that suf-
fer the effect of the ASIC inter-path length differ-
ences. This concentration of non-valid events is
eliminated when SW equivalent filtering rules are
set. Thus the “SW rules” filter implementation is
the version with the biggest contribution to the rate
reduction. In the other two detector-specific rules
implementations, the rate reduction is mainly pro-
vided by the filtering of non-valid events belonging
to one of the five problematic ASICs identified by
the system. The larger the number of problematic
ASICs present in the system, the greater the rate
reduction for these last two filter versions.
After we determined and set detector-specific
hardwired filtering rules, we performed a thresh-
old sweep searching for the best TOT thresholds to
apply simultaneously on all channels. The coarse
TOT distribution shown in Figure 8 illustrates the
result of applying the threshold values found to
conserve the valid events of every channel, even
for those with a lower or higher coarse TOT than
the average. Hence, the resulting lower threshold
for the uncalibrated filter was 25 CLK cycles, and
the upper threshold was 70 CLK cycles. During
the threshold sweep we recorded the system’s out-
put data rate, obtaining the rate evolution curve
presented in Figure 9. Through this experiment,
we observed that by setting the optimum thresh-
olds on the uncalibrated filter, the ones used to get
the coarse TOT distribution of Figure 8, we could
achieve a 70% data rate reduction while preserving
all the events with a valid energy.
We studied the resources consumption of the fil-
ter implementation in the DAQ front-end module
FPGA to assess the implementation complexity of
this uncalibrated filter version. For the implemen-
tation of the filtering module plus the changes in the
configuration module, the uncalibrated filter con-
sumes the following FPGA resources for our device
under use, Xilinx Kintex7 XC7K160T:
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Events
Figure 8: Analysis of TOF-PET scanner energy response.
Coarse TOT distribution of the received ASIC events for
the 2048 system channels expressed in CLK cycles with 6.25
ns steps. Color scale indicates the number of events. The
produced events are the result of a 5-min acquisition placing
a Na22 point source centered on the detector ring when the
uncalibrated online energy filer is used and setting 25 and 70
CLK cycles as the filtering thresholds on the DAQ front-end
modules.
Figure 9: Rate reduction obtained through the increment
of the low filter threshold when applying the uncalibrated
online energy filter in the TOF-PET scanner DAQ front-end
modules. We express the rate reduction as the percentage
relative to the reference non-filtering case.
• 278 slice LUTs, 0.27% of the total number of
slice LUTs in the device
• 510 slice registers, 0.25% of the total number
of slice registers in the device
• 119 slices, 0.47% of the total number of slices
in the device
3.2. Calibrated energy filter
When we use the calibrated filter version to
discriminate non-valid detected events, the re-
sulting coarse TOT distribution of the received
events presents variable energy cuts adapted to
each channel response as shown in the energy map
shown in Figure 10. One of the benefits of using
channel-dependent filtering thresholds is the opti-
mum energy-cuts setting that the technique pro-
vides. These channel-specific thresholds led to the
complete filtering of all events with an energy out-
side the valid energy range even for malfunctioning
ASICs. Observation of the coarse TOT distribution
in Figure 10 reveals that it is not possible to iden-
tify the problematic ASICs present on the system
by inspection of their energy spaces, they provide
an adequate energy response after filtering. When
the filtering process is optimized, for every chan-
nel, the DAQ front-end modules only retransmit
the gamma events whose energy is within the spec-
ified energy window.
Events
Figure 10: Analysis of TOF-PET scanner energy response.
Coarse TOT distribution of the received ASIC events for
the 2048 system channels expressed in CLK cycles with 6.25
ns steps. Color scale indicates the number of events. The
produced events are the result of a 5-min acquisition plac-
ing a Na22 point source centered on the detector ring when
the DAQ front-end modules implement the calibrated online
energy filter.
Under these conditions we performed a thresh-
old sweep analysis to find the best energy threshold
value for the current system while studying the ef-
fect on the data rate reduction. The evolution curve
presented in Figure 11 shows the progression of the
data reduction as we increase the lower threshold.
The higher concentration of events with low ener-
gies is notable given the reverse exponential ten-
dency of the curve. This result is in agreement with
the energy distribution shown in the coarse TOT
distribution in Figure 2. The detailed view of the
region of interest in the lower plot in Figure 2 shows
that the lower energy range has the highest concen-
tration of events. Once the low threshold surpasses
100 keV, the evolution on the rate reduction is not
so steep. System simulations indicate that the low
energy cut value that represents the best compro-
mise between system sensitivity and non-valid event
reduction is 225 keV for the EndoTOFPET-US sys-
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tem [15]. When we set a lower filter threshold equal
to 225 keV, we obtained an 80% data rate reduction
as seen in the evolution curve shown in Figure 11.
Figure 11: Rate reduction obtained through the increment
of the low filter threshold when the DAQ front-end modules
implement the calibrated online energy filter on the TOF-
PET scanner DAQ front-end modules. We express the rate
reduction as percentages relative to the reference non filter-
ing case.
To analyze the complexity of the calibrated filter
version, we studied the resources it consumes when
we implement it on the target FPGA. The FPGA
utilization report reveals that there is not a sig-
nificant increment in the resource demand of this
version in comparison with the uncalibrated ver-
sion. For the implementation of the filtering mod-
ule plus the changes in the configuration module,
the calibrated filter consumes the following FPGA
resources for the device under use, Xilinx Kintex7
XC7K160T:
• 292 slice LUTs, 0.29% of the total number of
slice LUTs in the device
• 538 slice registers, 0.27% of the total number
of slice registers in the device
• 133 slices, 0.52% of the total number of slices
in the device
• 1 block RAM tile, 0.31% of the total number
of block RAM tiles in the device
There is a negligible increment of the slice re-
source needs in comparison to the uncalibrated fil-
ter version. The significant resource consumption
difference between the two filter versions is due to
the implementation of the LUT to store the filtering
thresholds of every channel. The implementation
of this memory block consumes one FPGA block
RAM tile.
Despite the indications of proper energy discrim-
ination in the coarse TOT distribution shown in
Figure 11, we needed to verify that that the usage
of the online energy filter does not alter the perfor-
mance of the system. To ensure that the filtering
process is transparent to the system performance,
we compared the resulting energy and time reso-
lutions with the original detector resolutions. The
energy spectra comparison of Figure 12 shows the
original energy spectrum of the unfiltered data in
red and that of the filtered case in blue. For this ex-
periment we set a 150 keV low threshold and a 900
keV upper threshold. The filtered energy spectrum
in Figure 12 demonstrates that proper threshold
setting was achieved through the system calibration
information used for the experiment; only events
with energies in the 150 to 900 keV range passed the
filtering stage. The filter threshold setting accuracy
is purely determined by the precision of the energy
calibration process. For those systems whose cali-
bration process places the optimization focus on a
small energy range close to the 511 keV photo-peak,
only thresholds set near this value will be accurate.
In this case, the further the thresholds are from the
photo-peak, the poorer the accuracy will be. More-
over, given the fact that the relationship between
coarse TOT and energy is exponential, the reso-
lution is better for lower energies than for higher
energies. The energy spectra comparison indicate
that when the DAQ front-end modules include the
filter, it preserves the original energy resolution be-
cause the energy distribution in the photo-peak is
the same for both cases. That is, we obtain the
same Gaussian fit curve in the 511 keV photo-peak
for both energy spectra.
We have demonstrated how the filter does not
disturb the system’s energy resolution, but we still
need to prove that the system maintains its tempo-
ral properties as well. For this purpose, we perform
a comparison of the obtained coincidence time reso-
lution (CTR) distributions. The CTR distribution
shown in the upper plot in Figure 13 belongs to the
non-filtering case and the lower plot displays the
CTR distribution obtained when the DAQ front-
end modules apply the calibrated energy filter with
its lower and upper thresholds set to 150 keV and
900 keV, respectively. The timing results shown in
Figure 13 prove the preservation of the timing prop-
erties of the system during the filtering process. For
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Figure 12: Analysis of TOF-PET scanner energy response.
Energy spectra produced by the received ASIC events. The
received events are the result of a 5-min acquisition placing
a Na22 point source centered on the detector when the DAQ
front-end modules implement no filtering at all (red curve)
or when the DAQ applies the calibrated online energy filter
(blue curve).
both cases, most of the recorded lines-of-response
present CTR values around 800 ps full width half
maximum (FWHM). This is a poor time resolu-
tion for a TOF-PET system and is not in agree-
ment with the previous time resolution reported for
this system [13]. The reason for having a different
time resolution in this experiment is the need to
deactivate the SW post-processing which corrects
the event timestamps offline. Only by making use
of this post-processing correction, the system may
achieve the average CTR values of 375 ps FWHM
previously reported for this system.
The ASIC measures the time of arrival of events
by reading the charge deposited in a capacitor. Due
to a problem in the PETsys Electronics TOFPETv1
ASIC design, this capacitor presents a current leak-
age; thus, the charge read from the capacitor does
not corresponds to the charge associated with its
time of arrival. PETsys Electronics characterized
this leakage. Thus, knowing the time between con-
secutive events, the post-processing script can com-
pensate the charge read from the leaking capaci-
tor. Consequently, on systems making use of the
PETsys Electronics TOFPETv1 ASIC, the post-
processing script needs the time information of the
previous event to correct the timestamp of the valid
current gamma event independently of the validity
of the previous event. As a result, when the DAQ
discards a non-valid event, the system loses the
correction information needed for the subsequent
event. Given this particularity of the PETsys Elec-
tronics TOFPETv1 ASIC, the online energy filter
will only preserve the time properties of the sys-
Figure 13: Analysis of TOF-PET scanner time response.
CTR distributions produced by the received ASIC events.
The received events are the result of a 5-min acquisition plac-
ing a Na22 point source centered on the detector when the
DAQ front-end modules implement no filtering at all (up-
per graph) and when the DAQ applies the calibrated online
energy filter (lower plot).
tem before applying the SW post-processing time
correction.
4. Discussion
Considering the outcomes reported in the results
Section 3, we have demonstrated that the proposed
implementations of the online energy filter are ef-
fective solutions to reduce the data rate in highly
pixelated TOF-PET systems with digital readout
while preserving the system performance in terms
of sensitivity and resolution (energy and time). The
online energy filter is a lightweight solution capable
of setting an energy acceptance window on demand
to ease the system BW requirements.
The online energy discrimination technique has
proven to be especially useful for systems that in-
clude malfunctioning ASICs, which is common in
highly pixelated systems comprising many of these
readout chips. For the considered case of usage on
the PETsys Electronics demonstrator, we have seen
how these problematic ASICs in the system produce
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events over the whole energy range. The use of the
online energy filter will contribute to the solution of
the BW issue by filtering the events of those ASICs
presenting a non-valid energy value.
Our experimental results demonstrate that, for
the PETsys Electronics TOFPETv1 ASIC, the
biggest contribution to the data rate reduction
comes from the filtering of the events in the lowest
energy range. The coarse TOT distribution shown
in Figure 2 illustrates the higher concentration of
low-energy events, and the coarse TOT histogram
shown in Figure 4 confirms that there are five times
more events in the lowest energy range than in the
range of interest. PETsys Electronics TOFPETv1
ASIC fails to achieve proper adjustment of its trig-
gering scheme; thus, it triggers on the reception
of any detected pulse, even those with the lowest
energies. Hence, we can conclude that the ASIC
is triggered by noise. Not being able to correct
this behavior for the current readout chip, the sys-
tem collects more non-valid events than valid ones.
In this system, when the DAQ front-end modules
implement an online calibrated filtering stage and
a low threshold is set at 225 keV, we achieve an
80% data reduction. As a consequence, we can
conclude that the current system presents a poor
signal-to-noise ratio of approximately 1:4; thus, it
could greatly benefit from online filtering to remove
the ASIC events produced by noise. In general, in
systems producing non-valid events along with real
gamma photon events, an online energy filter is a
good solution for the efficient reduction of the sys-
tem’s output data rate.
Despite the proved efficiency of the filter, we have
identified unexpected discrepancies in the system
behavior that alter the filter outcome:
• PETsys Electronics TOFPETv1 ASIC interde-
pendence between consecutive events. The sys-
tem must compensate the time information of
the current event using the information of the
previous event. As a consequence, the DAQ
associated with the PETsys Electronics TOF-
PETv1 ASIC should not apply online energy
filtering to preserve the system’s time resolu-
tion. Although systems readout by PETsys
Electronics TOFPETv1 ASIC chips should not
apply this technique because of this ASIC par-
ticularity, we have been able to prove, on this
system, the efficiency of the filtering process
by deactivating the SW post-processing com-
pensating the corrupted timestamps. When we
disable this process, the time resolution does
not vary when the DAQ implements the filter.
• High sensitivity to the energy calibration ac-
curacy and temperature variations. By defi-
nition, the calibrated filter implementation is
highly dependent on the energy calibration
information. This calibration process is not
straightforward in systems with thousands of
channels. The curve fitting algorithm in search
of the optimum TOT-energy curve does not al-
ways converge for all the system channels. Fur-
thermore, given the strong exponential TOT-
energy relationship, the energy calibration for
the higher energy values is not as accurate as
that for the energies in the region of interest.
Given these unexpected issues regarding the
energy calibration process and the strong de-
pendence of the filter on the calibration infor-
mation, we found that poor energy calibration
will lead to inaccurate positioning of the fil-
ter thresholds. Furthermore, SiPMs are highly
sensitive to temperature variation [16], and
changes in temperature lead to changes in the
TOT-energy relationship. Temperature varia-
tions make the present energy calibration infor-
mation invalid for the new system conditions;
thus, the filter will fail to accurately define its
filtering limits.
Comparing the similar resources consumption
and the rate reduction results obtained for the
uncalibrated and the calibrated filter implementa-
tions, we deduce that, in general, the calibrated
filter version achieves better noise reduction on pix-
elated PET systems than its uncalibrated counter-
part. However, given the good rate reduction re-
sults obtained using the uncalibrated filter imple-
mentation, we conclude that the uncalibrated filter
version is a good solution for systems with poor or
no energy calibration information.
Although the results obtained by deactivating
the post-processing time correction are conclusive
enough to prove the efficiency of the online filter-
ing technique, we intend to pursue a new test using
this technique on a similar system, namely, a highly
pixelated TOF-PET scanner with digital readout.
However, this time a different ASIC would be con-
sidered. One of the identified future task is the
testing of the online energy filter on the second ver-
sion of the EndoTOFPET-US plate, which makes
use of the STiC ASIC[17]. The STiC ASIC does
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not present any interdependence between consecu-
tive events.
Given the strong dependence of the filter on the
energy calibration, which is commonly inaccurate
for values not close to the 511 keV photo-peak, and
the variability of the system response with tem-
perature changes, we envisage a new calibration-
independent filter implementation. This version
would read all incoming data, and implement a
peak-finder algorithm to identify the position (TOT
value) of the photo-peak for every channel. With
this information, we would set the two filtering lim-
its equally spaced on both sides of the photo-peak.
This implementation will not let the user specify the
filtering energy limits in keV; instead they would
be specified as a margin around the photo-peak.
This margin setting would enable the control of the
systems output data volume while maintaining the
system performance if the margin is properly set.
Another upgrade conceived for future work con-
sists of the actual correction of the gamma events
timestamps for events undergoing the counter
rollover effect. The DAQ front-end modules already
process the gamma events time information without
modifying it. Correcting these timestamps would
be a straightforward process for the DAQ; thus, im-
plementation of such a process would add minimal
resource needs to the filter. Making use of such
an online procedure would eliminate the necessity
of using an offline SW preprocessing mechanism to
correct the counter rollover events.
Various PET systems found in literature apply
online data filtering techniques that have demon-
strated efficiency to reduce the volume of produced
data by minimizing the presence of non-useful in-
formation [3, 4, 5, 6]. However, to our knowledge,
this is the first time this kind of technique has
been applied to a pixelated PET system with a
SiPM-ASIC readout scheme. Pixelated PET sys-
tems with a high density of digital channels are
prone to present noisy channels. The more noisy
channels are present in a system, the less BW is
available to transmit useful data. Given the ease of
access to the digital information of each event on
the on-detector DAQ front-end level of PET sys-
tems with SiPM-ASIC readout, we have confirmed
that energy-based event discrimination is a suit-
able technique to address the BW limitation issue
present in a system with a high count rate, as is the
case in highly pixelated PET systems.
5. Conclusion
Current trends in PET systems show an increas-
ing interest in highly pixelated systems due to their
capability to achieve better spatial resolution than
monolithic PET systems. However, pixelated de-
tectors increase the complexity of the DAQ system
reading out these detectors. A high density of de-
tecting channels produces a high count rate, which
could reach the system BW limit, thus putting the
system into saturation and losing valuable informa-
tion. This work demonstrated that online event
discrimination based on energy at the on-detector
front-end level is an efficient and lightweight tech-
nique to address the BW limitation problem present
in highly pixelated PET systems.
Furthermore, through this study we have seen
how a PET system readout by the PETsys Elec-
tronics TOFPETv1 ASIC would profit from the
filtering of the non-valid energy events produced
by malfunctioning ASICs. Apart from those non-
valid events scattered over the energy space, this
ASIC produces the highest concentration of events
in the lowest energy range, by filtering those non-
useful low-energy events we achieve the largest con-
tribution to the non-valid data rate reduction. In
general, any SiPM-ASIC readout scheme generat-
ing events with energies out of the range of interest
would reduce its BW needs by making use of an on-
line filtering stage that discards those events on the
fly. Nonetheless, our analysis also brought to light
the timing information corruption issue present in
the PETsys Electronics TOFPETv1 ASIC, which
creates an unexpected interdependence between
consecutive events. Due to this particularity of the
chip, we concluded that the DAQ front-end mod-
ules should not make use this discriminating tech-
nique in systems readout by the PETsys Electronics
TOFPETv1 ASIC. Therefore, we plan to conduct
further experiments to test the preference of the
online energy filter on similar systems readout by
other ASICs. Given the results demonstrating the
preservation of the system time and energy reso-
lutions, even using the PETsys Electronics TOF-
PETv1 ASIC when we disable the time correction
post-processing mechanism, we conclude that on-
line energy filtering is an effective technique for a
pixelated TOF-PET system.
This work provides to the EndoTOFPET-US col-
laboration a tool to manage the currently overflow-
ing disk usage. We present a data volume control
mechanism during singles mode acquisitions where
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time information is not relevant (e.g. during energy
calibration) when the detector plate read by the
PETsys Electronics TOFPETv1 ASIC is used. For
the plate read by the STiC ASIC, data volume con-
trol could maintain system performance in all con-
ditions, even in cases in which time information is
needed. From a more global perspective, this study
could benefit the PET community in that it has
demonstrated the potential and simplicity of apply-
ing online processing techniques at the on-detector
DAQ level for pixelated TOF-PET systems making
use of readout ASICs. Having the digital event in-
formation in hand at the DAQ front-end modules,
we could apply simple discrimination techniques,
such as those analyzed herein, or more complex im-
plementations as the proposed peak-finder discrimi-
nator to achieve a calibration-independent solution.
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